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Sample Details
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General Notes:
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Test.sop
Average result created from record number(s): 3574 3575 3576

File Name: DL S.dts Dispersant Name: Water
Record Number: 3587 Dispersant RI:  1.330
Material RI: 1.59 Viscosity (cP): 0.8872
Material Absorbtion: 0.010 Measurement Date: 09 August 2023 08:59...
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Temperature (°C): 25.0 Duration Used (s): 60
Count Rate (kcps): 421.6 Measurement Position (mm): 4.65
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Average result created from record number(s): 3574 3575 3576

File Name: DL S.dts Dispersant Name: Water
Record Number: 3587 DispersantRI: 1.330
Material RI:  1.59 Viscosity (cP): 0.8872
Material Absorbtion: 0.010 Measurement Date and Time: 09 August 2023 08:59:28
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Temperature (°C): 25.0 Duration Used (s): 60
Count Rate (kcps): 421.6 Measurement Position (mm): 4.65
Derived Count Rate (kcps): 421.6 Attenuator: 11
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Average result created from record number(s): 3574 3575 3576

File Name: DL S.dts Dispersant Name: Water
Record Number: 3587 Dispersant RI: 1.330
Material RI: 1.59 Viscosity (cP): 0.8872
Material Absorbtion: 0.010 Measurement Date and Time: 09 August 2023 08:59:28
System
Temperature (°C): 25.0 Duration Used (s): 60
Count Rate (kcps): 421.6 Measurement Position (mm): 4.65
Cell Description: Disposable sizing cuvette Attenuator: 11
Results
Size (d.n... % Number: St Dev (d.n...
Z-Average (d.nm): 47.23 Peak 1: 0.7149 40.3 0.1647
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Intercept: 0.908 Peak 3: 8.948 133 2.167
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Average result created from record number(s): 3574 3575 3576

File Name: DL S.dts Dispersant Name: Water
Record Number: 3587 Dispersant RI: 1.330
Material RI: 1.59 Viscosity (cP): 0.8872
Material Absorbtion: 0.010 Measurement Date and Time: 09 August 2023 08:59:28
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Temperature (°C): 25.0 Duration Used (s): 60
Count Rate (kcps): 421.6 Measurement Position (mm): 4.65
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File Name: DL S.dts Dispersant Name: Water
Record Number: 3587 DispersantRI:  1.330
Material RI: 1.59 Viscosity (cP): 0.8872
Material Absorbtion: 0.010 Measurement Date and Time: 09 August 2023 08:59:28
System
Temperature (°C): 25.0 Duration Used (s): 60
Count Rate (kcps): 421.6 Measurement Position (mm): 4.65
Cell Description: Disposable sizing cuvette Attenuator: 11
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